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Accuracy of pedicle screw placement in the
thoracic and lumbosacral spines using O-
arm-based navigation versus conventional
freehand technique
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Abstract

Background: The accuracy and safety of pedicle screw insertion was markedly improved with the introduction of
intraoperative three-dimensional navigation system during the last decade. This study aimed to evaluate the
accuracy of pedicle screw placement using O-arm-based navigation system versus conventional freehand
technique.

Methods: We reviewed the accuracy of 341 thoracic (n = 173) and lumbosacral (n = 168) pedicle screws placed in
60 consecutive patients using either O-arm-based navigation or freehand technique in the Department of
Neurosurgery of Beijing Tsinghua Changgung Hospital between January 2015 and June 2018. Patient-specific
characteristics, treatment-related characteristics, and screw-specific accuracy were analyzed. The accuracy of pedicle
screw placement was measured by Gertzbein-Robbins scale and screw grades A and B were clinically acceptable.

Results: One hundred ninety-one screws were inserted in the O-arm-based navigation group and 150 in the
freehand group. One hundred eighty-three (95.81%) clinically acceptable screws were placed in the navigation
group and 135 (90.00%) in the freehand group (p = 0.034). Twenty-three (6.74%) screw revisions were performed in
the two groups (8 screws in the navigation group and 15 screws in the freehand group) and significant difference
was observed in thoracic spine (p = 0.018), while no statistical significance was presented in lumbosacral spine (p >
0.05). Twenty-four (12.57%) screws in the navigation group and 24 (16.00%) in the freehand group violated the
cortex (p > 0.05). Medial screw deviation was the most common problem in the two groups.

Conclusion: The O-arm-based navigation exhibits higher accuracy for pedicle screw insertion than the freehand
insertion technique.
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Background
Pedicle screw insertion is typically performed to treat a
number of spinal conditions, including geneogenous, de-
generative, traumatogenic, and neoplastic lesions [1–6]. Ac-
curate insertion of pedicle screws is a crucial step and has a
direct effect on the surgical outcomes. Experience-based
judgment, however, including that based on anatomic

landmarks, tactile feedback, and fluoroscopic images, does
not entirely prevent occasional errors. Incorrectly placed
screws may result in compromised biomechanics or pedicle
cortical breaches, especially medial breaches, leading to
poor clinical outcomes [4].
With advances in frame fixation, camera technology,

automatic registration, and image manipulation software,
computer-assisted navigation surgery is proving extremely
useful and reliable during procedures performed on the
spine [2, 6, 7]. Such advances allow surgeons to track and
monitor the instruments used relative to the patient’s
anatomy in real time using markers and appropriate

* Correspondence: guihuai_wang@163.com
†Linkai Jing and Zhenze Wang contributed equally to this work.
1School of Clinical Medicine, Tsinghua University, Beijing 100084, China
2Department of Neurosurgery, Beijing Tsinghua Changgung Hospital, School
of Clinical Medicine, Tsinghua University, Beijing 102218, China
Full list of author information is available at the end of the article

© The Author(s). 2019 Open Access This article is distributed under the terms of the Creative Commons Attribution 4.0
International License (http://creativecommons.org/licenses/by/4.0/), which permits unrestricted use, distribution, and
reproduction in any medium, provided you give appropriate credit to the original author(s) and the source, provide a link to
the Creative Commons license, and indicate if changes were made. The Creative Commons Public Domain Dedication waiver
(http://creativecommons.org/publicdomain/zero/1.0/) applies to the data made available in this article, unless otherwise stated.

Jing et al. Chinese Neurosurgical Journal             (2019) 5:6 
https://doi.org/10.1186/s41016-019-0154-y

CHINESE MEDICAL ASSOCIATION

中华医学会神经外科学分会
 CHINESE NEUROSURGICAL SOCIETY

http://crossmark.crossref.org/dialog/?doi=10.1186/s41016-019-0154-y&domain=pdf
mailto:guihuai_wang@163.com
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/publicdomain/zero/1.0/


software, thereby allowing intraoperative planning, redu-
cing errors, and improving clinical outcomes.
Following the introduction of the O-arm® and Stealth-

Station system (Medtronic, Minneapolis, MN, USA), we
retrospectively reviewed and evaluated the accuracy of
pedicle screw insertion using this O-arm-based navigation
and compared with conventional freehand technique.

Methods
The study was approved by the Beijing Tsinghua Chang-
gung Hospital review board. We retrospectively reviewed
the accuracy of 341 pedicle screws in 60 consecutive pa-
tients who had undergone thoracic and lumbosacral in-
strumented procedures at our hospital between January
2015 and June 2018. The patients were performed thor-
acic and lumbosacral instrumented surgery (senior doc-
tors: GW and JW) subsequent to a tumor, a traumatic
injury, or a degenerative disease. For patient with a
tumor, pedicle screw was inserted when the tumor dis-
rupts the spinal stability. They were divided into two
groups according to whether using O-arm navigation or
not: the navigation group (35 patients, 191 screws) and
the freehand group (25 patients, 150 screws).
Patients underwent general anesthesia and then were

placed prone position on a Jackson table. Neurosurgeons
completed the tumor exposure and resection, as well as
decompression, as necessary. For patients with O-arm-
navigated pedicle screw insertion, the reference frame was
attached to a spinous process, and the O-arm was posi-
tioned to obtain three-dimensional (3D) images, which
were transferred to the StealthStation navigation system for
automatic registration (Fig. 1). The navigation plan was
conducted by senior doctors (GW and JW), and the
image-guided probe was used to confirm the entry point
and orientation of pedicle screws (Fig. 2d–f). The pedicles
were cannulated, and the trajectories were visualized on sa-
gittal, axial, and coronal images at the StealthStation. The
appropriate screw was selected and inserted. For patients
undergoing freehand pedicle screw insertion, pedicles were

manually cannulated and tapped according to the surgeon’s
experience and the anatomical landmarks.
After appropriate-size screws were placed, the intraop-

erative O-arm scan with sagittal, axial, and coronal re-
constructions was performed to evaluate the positions of
the screws in two groups (Fig. 2g–i). Screw position was
judged based on the immediately postoperative O-arm
images in those three plans. The accuracy of screw inser-
tion was evaluated according to the Gertzbein-Robbins
scale grades A–E, where A = no pedicle breach; B = ≤ 2
mm pedicle breach; C = ≤ 4 mm pedicle breach; D = ≤ 6
mm pedicle breach; E = >6mm pedicle breach [8]. Only
screw grades A and B were “clinically acceptable,” which
did not need to be revised. For all grade B–E screws, the
deviation (cranial, caudal, medial, or lateral) was re-
corded. An intraoperative 3D O-arm scan was then ob-
tained to confirm the final pedicle screw position when
screw revision was required.
Once proper insertion of screws was confirmed, two

rods were connected (Fig. 2j, k). Microsurgical procedures
in patients with a spinal cord tumor were performed
under monitoring of somatosensory evoked potentials and
motor evoked potentials. Postoperative CT scans were not
obtained given the concerns about the accuracy of the in-
traoperative O-arm scan, and the additional radiation ex-
posure and cost for the patients.
Data were collected and are summarized in Table 1, in-

cluding patient-specific characteristics (age, sex, body
mass index, and diagnosis), treatment-related data (pro-
cedure type, number and distribution of screws, mean
time required for screw insertion, blood loss, length of
postoperative hospital stay, and radiation dose per screw),
and screw-specific accuracy (Gertzbein-Robbins scale
grade, screw deviation). Pedicle screw-related complica-
tions included neurological deficits (nerve root deficit,
cauda equina deficit, spinal cord deficit), infection, vascu-
lar and visceral injuries, and cerebrospinal fluid leakage.
Statistical analysis was performed with an SPSS 19.0

package (IBM Corp., Armonk, NY, USA), and p < 0.05
was regarded as indicating statistical significance. For
quantitative data, the one-sample Kolmogorov–Smirnov
test was used to test the normality of the distribution,
and the independent sample t test was used for the ap-
proximately normal distributed parameters, with data
expressed as means ± SD. The rank-sum test was used
for non-normally distributed parameters, with data
expressed as the median (quartile). The chi-square test
was performed for qualitative data.

Results
Patient-specific characteristics
A total of 60 consecutive patients (navigation group 35
patients, freehand group 25 patients) who underwent
thoracic and lumbosacral instrumented procedures were

Fig. 1 The O-arm imaging system and StealthStation navigation
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Fig. 2 A 59-year-old woman presented with lumbar and lower extremities pain for 3 years. a–c Preoperative spinal radiography and magnetic resonance
imaging (MRI) showed lumbar spondylolisthesis and disc herniation. d–f Images of the navigation screen. g–i Images of the O-arm screen obtained from
the second intraoperative O-arm scan. j, k Images of the O-arm screen obtained from the third intraoperative O-arm scan. l Postoperative MRI
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retrospectively reviewed between May 2015 and April 2018
(Table 1). Among them, 29 (48.33%) operations were
performed for tumor, 26 (43.33%) subsequent to degenera-
tive pathology, and 5 (8.33%) for trauma. Patient-specific
characteristics (age, sex, and body mass index) showed no
significant differences between the two groups (p > 0.05)
(Table 1).

Treatment-related characteristics
A total of 341 thoracic (n = 173) and lumbosacral (n = 168)
pedicle screws were inserted in these patients, with 191
screws inserted in the navigation group and 150 screws in
the freehand group. Thoracic pedicle screws were more
placed in the freehand group than that in the navigation
group (87/150 vs. 86/191, p = 0.017). The mean time to
accomplish each screw insertion was 18.83 ± 8.15min
(navigation group 21.36 ± 8.85min, freehand group 15.28 ±
5.47min; p = 0.002). The mean blood loss during surgery
was 300 ± 375ml (navigation group 300 ± 300ml, freehand

group 300 ± 450ml; p > 0.05). The mean length of postop-
erative hospital stay was 16.95 ± 8.73 days (navigation group
16.71 ± 6.99 days, freehand group 17.28 ± 10.87 days; p >
0.05). The mean radiation dose of each screw insertion was
1.49 ± 1.12mSv (navigation group 1.69 ± 1.62mSv, freehand
group 1.25 ± 1.15mSv; p > 0.05). No pedicle screw-related
complications occurred in both groups.

Screw-specific accuracy
Based on confirmatory O-arm scans, 24 (12.57%) screws in
navigation group and 24 (16.00%) screws in freehand group
were observed cortex violation (grade B to E), with no
significant difference between the two groups (p > 0.05).
Specifically, medial screw deviation was the most
common problem: navigation group, 7 screws
(29.17%), freehand group, 11 screws (45.83%). Accord-
ing to Gertzbein-Robbins scale grade, accuracy of
screw placement was considered clinically acceptable
for 183 (95.81%) screws in the navigation group and

Table 1 Summary of patient-specific and treatment-related characteristics and screw-specific accuracy

Variables* Total
(n = 60)

Navigation group
(n = 35)

Freehand group
(n = 25)

p value
(two-tailed)

Patient-specific characteristics

Age, years 54.07 (17.93) 54.80 (17.63) 53.04 (18.66) 0.711

Sex, male/female 30/30 17/18 13/12 0.793

Body mass index, kg/m2 24.46 (3.98) 24.73 (3.27) 24.08 (4.85) 0.559

Diagnosis

Tumor (%) 29 (48.33) 15 (42.86) 14 (56.00) 0.45

Degenerative disease (%) 26 (43.33) 16 (45.71) 10 (40.00)

Trauma (%) 5 (8.33) 4 (11.43) 1 (4.00)

Treatment-related characteristics

No. of screws 341 191 150

Distribution of screws

Thoracic (%) 173 (50.73) 86 (45.03) 87 (58.00) 0.017

Lumbosacral (%) 168 (49.27) 105 (54.97) 63 (42.00)

Surgical time/screw, min 18.83 (8.15) 21.36 (8.85) 15.28 (5.47) 0.002

Blood loss, ml 300 (375) 300 (300) 400 (450) 0.652

Length of postoperative hospital stay, days 16.95 (8.73) 16.71 (6.99) 17.28 (10.87) 0.807

Radiation dose/screw, mSv 1.49 (1.12) 1.69 (1.62) 1.25 (1.15) 0.652

Screw-specific accuracy

Gertzbein-Robbins scale grade, %

A and B (%) 318 (93.25) 183 (95.81) 135 (90.00) 0.034

C, D, and E (%) 23 (6.74) 8 (4.19) 15 (10.00)

Screw deviation

Cranial (%) 5 (10.42) 3 (12.50) 2 (8.33) 0.249

Caudal (%) 9 (18.75) 7 (29.17) 2 (8.33)

Medial (%) 18 (37.50) 7 (29.17) 11 (45.83)

Lateral (%) 16 (33.33) 7 (29.17) 9 (37.50)

*Comparison between navigation and freehand groups. p < 0.05 was considered statistically significant
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135 (90.00%) screws in the freehand group (p = 0.034).
A total of 23 (6.74%) screw revisions were performed
in both groups: 8 (4.19%) screws in the navigation
group and 15 (10.00%) screws in the freehand group.
We further analyzed the difference of distribution for
revised screws and found that significant difference
was observed in thoracic group (2 of 86 screws in
navigation group and 10 of 87 screws in freehand
group; p = 0.018) and no statistical significance in
lumbosacral group (p > 0.05).

Discussion
Recently, the O-arm multi-dimensional surgical imaging
system combined with StealthStation navigation has been
widely used for transpedicular screw fixation during spine
surgery. The system offers real-time 3D reconstructive
images to guide insertion of pedicle screws with a
radiation-free working environment for the surgeons and
their teams.

Accuracy of pedicle screw placement
Previous studies demonstrated that the O-arm imaging
system combined with the StealthStation navigation system
could markedly increase the accuracy of pedicle screw
placement and clinical outcomes [2, 3, 5, 6, 9–13]. Rivkin et
al. [6] performed a retrospective review of 266 patients who
underwent thoracolumbar pedicle screw fixation utilizing
the O-arm-guided navigation system and concluded that
the overall breach rate was 5.3% (87/1651), including 6.6%
thoracic pedicle screws and 5.1% lumbar pedicle screws.
Van et al. [5] evaluated the accuracy of 1922 pedicle screws
placement using O-arm-guided navigation in an inter-
national, multicenter, prospective, clinical study. They
found that only 2.5% of the pedicle screws were poorly
placed, with 1.8% of the screws classified “unacceptable,”
which were revised during the same procedure. Xiao et al.
[2] retrospectively investigated clinical outcomes of 1208
patients who underwent open thoracolumbar spinal fusion
(614 procedures performed using O-arm-guided navigation,
356 using the freehand technique, 238 using fluoroscopic
guidance). Patients experienced shorter hospital stays, lower
rates of screw misplacement, and reoperation when using
O-arm-assisted navigation technique. Similar to previous
reports, our study found that 183 (95.81%) and 135
(90.00%) screws were inserted with clinically acceptable
accuracy in the navigation and freehand groups, respect-
ively, with the difference between the groups reaching
statistical significance. In addition, revised screws of the
thoracic spine in the freehand group were more than that
in the navigation group, which may be attributed to the
smaller pedicles, particularly between the T4 and T6 levels.
These anatomical differences significantly add to the
complexity of treatment in thoracic spine particularly when
treating complex scoliosis.

Even with the improved precision of pedicle screw
placement using O-arm-assisted navigation, there were
still eight screws in our study that were not optimally
placed. The learning curve associated with O-arm-guided
navigation might be the reason for screw malposition,
especially by novice surgeons [5, 6, 14]. To become suffi-
ciently skilled to perform this surgery, surgeons with lim-
ited O-arm-guided skills had to perform approximately
15–30 operations [6]. Factors associated with incorrect
placement of pedicle screws are the presence of congenital
scoliosis, neurofibromatosis type I, the concave pedicles,
the repaired segment being located three levels away from
the reference tracker, and the mid-thoracic spine lesions
[1]. In the present study, eight screws in five patients were
incorrectly placed because of a spinal tumor or unique
thoracic spine anatomy. These cases were revised
intraoperatively.
The advances of technology have widened the field of

image-guided surgery. Gelalis et al. [3] performed a
systematic review of 26 prospective studies regarding the
accuracy of 6617 thoracolumbar pedicle screws placement
using various techniques. Their results indicated that 69–
94% of the screws were fully contained in the pedicle
when using freehand technique, 28–85% when using
fluoroscopy, 81–92% when using fluoroscopy-based
navigation, and 89–100% when using CT navigation.
Therefore, CT navigation, or robot-guided surgery, may
be the reliable tool to achieve accurate pedicle screw
insertion.

Evaluation of pedicle screw position using the O-arm
system
Precise identification of the correct pedicle screw loca-
tion had been widely based on postoperative thin-cut
CT imaging, which has high resolution and good image
quality. Nevertheless, 1.35–4.38% of patients required a
second surgery for screw revision [6, 7, 15].
Recently, to reduce the need for, and perhaps avoid, reo-

perative screw revision, surgeons have begun to perform
intraoperative O-arm scanning after screw insertion (in-
stead of postoperative CT) to evaluate the position along
the screw trajectory with axial, sagittal, and coronal views,
thereby allowing revision of suboptimal screw position
prior to leaving the operating room [5, 10, 11, 16, 17]
(Fig. 2). Larson et al. [17] placed 984 thoracolumbar
pedicle screws in 50 pediatric patients and reported that
3.6% (35/984) of the screws required intraoperative
revision after obtaining intraoperative scans. None of
those patients needed a second surgery. Santos et al. [10]
assessed the intraoperative revision and reoperation rates
for O-arm-navigated insertion of 988 lumbar pedicle
screws in 199 cases. The overall intraoperative revision
rate was 4.6%, with none of the patients needing reopera-
tion because of a poorly positioned screw. In this study,
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we routinely performed intraoperative O-arm scanning
after screw placement for all patients to avoid reoperation.

Radiation exposure using the O-arm system
The radiation dose to the patient was greater with the
O-arm-guided navigation technique than with the free-
hand technique, although the difference was not signifi-
cant (Table 1). Surgeons and staff, however, had no
radiation exposure using intraoperative O-arm-assisted
navigation. This system also decreases radiation expos-
ure and cost to patients when evaluating screw accuracy
using O-arm images instead of postoperative thin-cut
CT. Zhang et al. [18] used identical radiographic tech-
niques and scan length to compare the radiation dose of
the O-arm imaging system in the 3D scan acquisition
mode with that of the 64-slice CT imaging system. The
radiation dose with the 3D O-arm imaging system was
approximately half that of the CT scanner. To further
decrease the radiation dose of patients, Van et al. [5]
compared the surgeon’s confidence in the pedicle screw
placement and the actual accuracy as evaluated by the
intraoperative O-arm images. The malposition and revi-
sion rates were 1.5% and 1.0%, respectively, when the
surgeon had complete confidence that the screw was
correctly inserted after probing the trajectory, whereas
the respective rates were 12.0% and 10.2% when the sur-
geon doubted that the screw was correctly inserted [5].
Hence, these authors suggested that an additional O-arm
scan before wound closure is not necessary when the
surgeon is confident of correct screw insertion, while it
was of value in case of any doubt. Kassis et al. [19] com-
bined pedicle screw-triggered electromyography with
O-arm-based spinal navigation to evaluate the accuracy of
447 screws position in 71 patients. They concluded that
redo 3D O-arm scanning after screw insertion could be
avoided in 81.7% of patients with negative stimulation but
that a 3D scan must be performed in 8.4% of patients with
positive stimulation. However, false negative (four pa-
tients, 5.6%) and positive (three patients, 4.6%) rates,
which are dependent on the chosen stimulation threshold,
still influenced the application of such technique. In our
institution, the radiation doses for conventional CT scans
in the thoracic and lumbosacral spine were 9.56mSv and
5.99mSv respectively, whereas with intraoperative 3D
O-arm scanning they were 3.83mSv and 2.16mSv,
respectively. Hence, the radiation dose for patients using
O-arm scanning was less than half that when using
64-slice CT scanning, which is consistent with the results
of previous studies [5, 18].

Limitations
Major limitations of our study are its retrospective na-
ture and small patient sample. Although our 60 patients
with 341 pedicle screws are a small sample and biases

are inevitable, our conclusions showed the possibility of
pedicle screw insertion accuracy and clinical outcomes
with those procedures. The findings of this research
remain to be further verified in larger cohorts from
multiple centers. Additionally, the underlying patholo-
gies were heterogeneous and electromyography was not
routinely used, which could have affected several param-
eters and therefore influence the quality of our data and
the conclusions derived from the data.

Conclusions
The O-arm-based navigation does indeed exhibit higher
accuracy in pedicle screw insertion than freehand
technique.
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